[Automated contact radiation therapy - conditions for effective use in practical healthcare].
There are discussed the following questions: the use of import-substituting technologies in sphere of contact radiation therapy based on integration of the technological complex AGAT-VT with endostatic equipment and production meth- ods of individual application systems; the use of computed tomography and magnetic resonance tomography technologies for endostatic visualizations and dosimetry; ways of laser modification and prevention of complications and apparatus- technological possibilities of direct dosimetry.